[Tonal audiometry in hearing evaluation with a microcomputer system].
The own experiences with the computer microsystem for hearing evaluation "Audiocomp" were presented. The air and bone conduction thresholds as well as the others suprathreshold testing were performed by computer. The reproducibility of results were better than in standard audiometry. The influence of the examined person is lowered making the testing more objective.